The accuracy of measurement of residual urine in women by urethral catheterisation.
Two potential sources of error in the measurement of residual urine volumes in women were quantified. These were (i) whether a diuresis is operating at the time of measurement, and (ii) the time between voiding and residual urine volume collection. A regime is suggested for the accurate measurement of residual urine in women by urethral catheterisation.